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Introduction

Thank you for purchasing the OMRON S1 Manual Inflation Blood Pressure
Monitor.

The OMRON S1 is a compact manual inflation blood pressure monitor,
operating on the oscillometric principle. It measures your blood pressure and
pulse rate simply and quickly.

[Ti] Please read this instruction manual thoroughly before using the unit.
Please keep for future reference.
For specific information about your own blood pressure, CONSULT YOUR
DOCTOR.

Important Safety Information

Consult your doctor prior to using in pregnancy or if diagnosed with arrhythmia

or arteriosclerosis.

Please read this section carefully before using the unit.

AWarning:

* Indicates a potentially hazardous situation which, if not avoided, could result
in death or serious injury.

(General Usage)

* Always consult your doctor. Self-diagnosis of measurement results and
self-treatment are dangerous.

* People with severe blood flow problems, or blood disorders, should consult a
doctor before using the unit, as cuff inflation can cause internal bleeding.

(Battery Usage)

« If battery fluid should get in your eyes, immediately rinse with plenty of clean
water. Consult a doctor immediately.

A Caution:

* Indicates a potentially hazardous situation which, if not avoided, may result in
minor or moderate injury to the user or patient or damage to the equipment or
other property.

(General Usage)

* Do not leave the unit unattended with infants or persons who cannot express
their consent.

* Do not use the unit for any purpose other than measuring blood pressure.

* Do not disassemble the unit or arm cuff.

 Use only the approved arm cuff for this unit. Use of other arm cuffs may result
in incorrect measurement results.

» Make sure that the air tube is not wrapped around other parts of your body
when taking measurements at night. This could result in injury when the air
pressure in the air tube is increased.

* Do not leave the cuff wrapped on the arm if taking measurements during the
night. This could result in injury.

* Do not inflate the arm cuff over 299 mmHg.

*» Do not use a mobile phone or other devices that emit electromagnetic fields,
near the unit. This may result in incorrect operation of the unit.

* Do not operate the unit in a moving vehicle (car, airplane).

(Battery Usage)

« If battery fluid should get on your skin or clothing, immediately rinse with
plenty of clean water.

» Use only two “AAA” alkaline or manganese batteries with this unit. Do not use
other types of batteries.

* Do not insert the batteries with their polarities incorrectly aligned.

* Replace old batteries with new ones immediately. Replace both batteries at
the same time.

* Remove the batteries if the unit will not be used for three months or more.

* Do not use new and used batteries together.

General Precautions

* Do not apply strong shocks and vibrations to or drop the unit and arm cuff.

* Do not take measurements after bathing, drinking alcohol, smoking,
exercising or eating.

* Do not forcibly bend the arm cuff or bend the air tube excessively.

* When removing the air tube, pull the air tube with holding near the air jack.

* Do not inflate the arm cuff when it is not wrapped around your arm.

* Do not wash the arm cuff or immerse it in water.

» Read and follow the “Important information regarding Electro Magnetic
Compatibility (EMC)” in the Technical Data Section.

* Read and follow the “Correct Disposal of This Product” in the Technical Data
Section when disposing of the device and any used accessories or optional
parts.

1. Overview

Main unit:

A. Display
B. M (Memory) button

C. I/O (Power switch) button
D. Air jacks for cuff and inflation bulb
E. Battery compartment

Arm cuff:

F. Arm cuff
(Medium cuff: arm
circumference 22-32 cm)
G. Air Tube

Inflation bulb: Storage case:
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I. Air Tube
J. Air Inflation Bulb
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K. Heartbeat symbol O. Systolic blood pressure
1. Flashes during measurement P. Diastolic blood pressure
2. If flashing after measurement Q. Pulse display
complete indicates blood R. Memory No. symbol
pressure out of recommended | S. Deflation symbol
range
L. Reinflation symbol
M. Battery low symbol
N. Memory symbol

2. Preparation
2.1 Installing/Replacing the Batteries

1. Remove the battery cover.

2. Insert two “AAA” batteries
as indicated in the battery
compartment and then
replace the battery cover.

Notes:

« If the battery low symbol (£X1) appears on the display, turn the unit off
then replace both batteries at the same time.

» The measurement values continue to be stored in memory even after
the batteries are replaced.

Disposal of used batteries should be carried out in accordance with the
national regulations for the disposal of batteries.

3. Using the Unit
3.1 Applying the Arm Cuff

Remove tight-fitting clothing or tight rolled up sleeve from your
upper arm.
Do not place the cuff over thick clothes.

1. Insert the air tubes into the air jacks.

2. Put your arm through the cuff loop.

v,

3. Position the arm correctly.

The bottom edge of the cuff should be 1 to 2 cm above the elbow.
Marker (arrow under tube) is centred on the middle of your inner arm.
Close the fabric fastener FIRMLY.

1to2cm
Notes:
* When you take a measurement on the right
arm, air tube will be at the side of your %‘
elbow. Be careful not to rest your arm on \/J
the air tube. =

» The blood pressure can differ between the right arm and the left arm,
and therefore also the measured blood pressure values can be
different. Omron recommends to always use the same arm for
measurement. If the values between the two arms differ substantially,
please check with your physician which arm to use for your
measurement.

3.2 How to Sit Correctly

To take a measurement, you need to be

relaxed and comfortably seated, under \

comfortable room temperature. No eating, 1

smoking or exercising 30 minutes before

taking a measurement. VA

« Sit on a chair with your feet flat on the floor.

« Sit upright with your back straight.

» The cuff should be at the same level as your
heart.

3.3 Taking a Reading

Note: Remain still while taking measurement.

1. Press the air release button to release any air in the arm
cuff, then press the I/O button to turn the unit on.

388
-388*

=SB [T

Note:
If the deflation symbol does not disappear soon, press the air release
button to release any air in the arm cuff.

2. Pump the inflation bulb to inflate the arm cuff.

1) Inflate the cuff until it is 30 to 40 mmHg w

above your expected systolic blood

pressure value.

ex) If your expected blood pressure is

around 140mmHg, inflate the arm cuff to k)

between 170 and 180 mmHg. Inflate the

cuff rapidly so that the pressure is reached in about five seconds.
2) When the desired pressure has been achieved, release the inflation

bulb.

Notes:

« If the reinflation symbol (&) appears, squeeze the inflation bulb to
re-inflate the arm cuff.

* Do not inflate the arm cuff more than necessary.

3. Measurement starts.
Measurement starts automatically after you stop inflating
the arm cuff.
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Press the air release button )4

to release the air in the arm
cuff until the deflation symbol
is no longer displayed.

Notes:

» To cancel a measurement, press the 1/0 button to turn off the unit and
press the air release button to release the air in the arm cuff.

» Wait 2-3 minutes before taking another blood pressure measurement.
Waiting between readings allows the arteries to return to the condition
prior to taking the blood pressure measurement.

AWarning:
Self-diagnosis of measured results and treatment are dangerous.
Please follow the instructions of your doctor.

4. Remove the arm cuff.

5. Press the I/0 button to turn off the monitor.
The monitor automatically stores the measurement in its
memory.
It will automatically turn off after five minutes.

Important:

« If your systolic or diastolic pressure is outside
the standard range, the heartbeat symbol will
blink when the measurement result is
displayed.

Recent research suggests that the following
values can be used as a guide to high blood
pressure for measurements taken at home.

Systolic Blood Pressure
Diastolic Blood Pressure

Above 135 mmHg
Above 85 mmHg

This criteria is for home blood pressure measurement.

3.4 Using the Memory Function

The monitor automatically stores the result up to 14 sets.
Note: If the memory is full, the monitor will delete the oldest readings.

Previous Reading

¢

View Previous View Readings
Reading Stored in Memory
* The Memory number * Press repeatedly to
appears for a second cycle through the
before the pulse rate previous results.
is displayed. The * Hold down to cycle
newest set is repidly.
numbered “1”.

Turn the Unit on

To delete all the values stored in memory

When the memory symbol (E-) appears, first press the M button.
Then while holding it down, press the I/O button simultaneously for
about 2-3 seconds.
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Note: You cannot partially delete the stored readings.

4. Troubleshooting and Maintenance
4.1 The Icons and Error Messages

Error Display Cause Remedy

The systolic blood pressure Recent research suggests

! these values can be used
~ .
""‘/ :js abto;_/e t1)|35cr'ang or as a guide to high blood
i i > It?s 0 ';5 00 Hpressure s pressure for measurements
above 65 mmrig. taken at home.
You should replace them
SN . with new ones ahead of
Cﬁ Blink | The batteries are low. time
7N :
Refer to section 2.1.
) You should replace them
=<1 Lit The batteries are with new ones at once.
exhausted.

Refer to section 2.1.

Cuff is under inflated.
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Movement during

Carefully read and repeat
measurement.

the steps listed under
section 3.3.

Cuff over inflated.

Contact your OMRON retail
outlet or distributor.
Refer to Chapter 6.

Device error.
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Press the inflation bulb to
inflate the arm cuff until the
reinflation symbol goes out.
Or, deflate the arm cuff and
repeat measurement after
checking that the heartbeat
symbol (4#2) has been
displayed.

Refer to section 3.3.

oA

Pressure is too low.

o

4.2 Troubleshooting

Problem Cause Remedy

Apply the arm cuff
correctly.
Refer to section 3.1.

Arm cuff not applied
correctly.

Remain still and do not
The reading is Movement or talking talk during

extremely low (or during measurement. | measurement.

high). Refer to section 3.3.

Remove any clothing
Clothing is interfering | interfering with the arm
with the arm cuff. cuff.

Refer to section 3.2.

Make sure that the air
tube is connected
securely.

Refer to section 3.1.

The air tube is not
securely connected
Arm cuff pressure into the main unit.

does not rise.

Replace the arm cuff
with a new one.
Refer to Chapter 5.

Air is leaking from the
arm cuff.

The arm cuff has not | Inflate the cuff so that it
been inflated is 30 to 40 mmHg above
sufficiently. your previous
measurement result.
Refer to section 3.3.

Cannot measure or
readings are too low
or too high.

The air release button | Be careful not to press
being pressed during | the air release button
inflation. during measurement.

Replace the batteries
with new ones.
Refer to section 2.1.

The unit loses power | The batteries are
during measurement. | empty.

Replace the batteries
with new ones.
Refer to section 2.1.

The batteries are

Nothing happens empty.

when you press the - : .
buttons. The batteries have Insert the batteries with

been inserted the correct (+/-) polarity.
incorrectly. Refer to section 2.1.

* Press the 1/O button and repeat measurement.

« If the problem continues, try replacing the
batteries with new ones.

If this still does not solve the problem, contact

your OMRON retail outlet or distributor.

Other problems.

4.3 Maintenance
To protect your unit from damage, please observe the following:

* Do not subject the main unit, cuff and inflation bulb to
extreme temperatures, humidity, moisture or direct
sunlight.

* Do not fold the cuff or tubing tightly.

* Do not inflate the arm cuff over 299 mmHg.

* Do not disassemble the unit.

* Do not subject the unit to strong shocks or vibrations
(for example, dropping the unit on the floor).

* Do not use volatile liquids to clean the main unit. The
unit should be cleaned with a soft, dry cloth.

» Use a soft, moistened cloth and soap to clean the arm
cuff.

* Do not wash the arm cuff or immerse it in water.

* Do not use petrol, thinners or similar solvents to clean
the arm cuff.

Do not carry out repairs of any kind yourself. If a defect
occurs, consult your OMRON retail outlet or distributor as
mentioned on the packaging.

Calibration and Service

* The accuracy of this blood pressure monitor has been
carefully tested and is designed for a long service life.

* It is generally recommended to have the unit inspected
every two years to ensure correct functioning and
accuracy. Please consult your authorised OMRON
dealer or the OMRON Customer Service at the address
given on the packaging or attached literature.

4.4 Storage

Keep the unit in its storage case when not in use.
Do not keep the main unit being wound with the arm cuff.

1. Unplug the air tube from the air connector.

2. Gently fold the air tube into the arm cuff.

Note:
Do not bend the air tube excessively.

3. Place the arm cuff, inflation bulb and
main unit in the storage case.

Do not store the unit in the following situations:

* If the unit is wet.

* Locations exposed to extreme temperatures, humidity, direct
sunlight, dust or corrosive vapours.

* Locations exposed to vibrations, shocks or where it will be at an
angle.

5. Optional Parts

Medium Arm Cuff Large Arm Cuff Small Arm Cuff
Arm circumference Arm circumference Arm circumference
22-32cm 32-42cm 17 -22 cm

a o Ca oo

CM-9515371-7 CL-9515370-9 CS2-9515373-3

Small cuff and bulb combination
Arm circumference 17 - 22 cm

RGP

CSB2-9515372-5 4997965-1

Regular bulb

Note:

Should you require a small cuff, please ensure that the small cuff and
small bulb are used together.

They may also be purchased as a combination set.

Omron-Rus.ru — oduumanbHbin gunep ToHoMmeTpoB Omron AnoHusa. Kynutbe ToHoMeTp Omron AnoHnsa moxHo TyT: https://omron-rus.ru/tonometr-omron-s1.html

6. Technical Data

Product Description Manual Inflation Blood Pressure Monitor
Model OMRON S1 (HEM-4030-RU)
Display LCD Digital Display
Measurement Method  Oscillometric method
Measurement Range Pressure: 0 mmHg to 299 mmHg
Pulse: 40 to 180/min.

Accuracy Pressure: £3 mmHg
Pulse: £5% of display reading
Inflation Manual by inflation bulb
Deflation Automatic pressure release valve
Memory 14 Measurements
Power Source 2 “"AAA” batteries 1.5V
Battery Life Capacity of new manganese batteries is approx.

1500 measurements

[ ]
R =Type B

Internally powered ME equipment

Applied Part

Protection Against
Electric Shock
Operating +10°C to +40°C / Maximum: 30 to 90% RH
temperature/ Humidity

Storage temperature/ -20°C to +60°C / Maximum: 10 to 95% RH /
Humidity/Air pressure 700-1060 hPa

Console Weight Approximately 80g without batteries

Cuff Weight Approximately 120g

Outer Dimensions Approximately 64 (w) mm x 35 (h) mm x 105 (I) mm
Cuff Dimensions Approximately 146 mm x 446 mm

(Medium cuff: arm circumference 22 to 32 cm)
Nylon and polyester

Main unit, cuff, inflation bulb, instruction manual,
storage case, battery set, guarantee card, blood
pressure pass

Note: Subject to technical modification without prior notice.

C€0197

* This device fulfils the provisions of EC directive 93/42/EEC (Medical Device
Directive).

* This blood pressure monitor is designed according to the European Standard

EN1060, Non-invasive sphygmomanometers Part 1: General Requirements

and Part 3: Supplementary requirements for electromechanical blood

pressure measuring systems.

This OMRON product is produced under the strict quality system of OMRON

Healthcare Co. Ltd., Japan. The Core component for OMRON blood pressure

monitors, which is the Pressure Sensor, is produced in Japan.

Cuff Material
Package Content

Important information regarding Electro Magnetic Compatibility (EMC)

With the increased number of electronic devices such as PC’s and mobile
(cellular) telephones, medical devices in use may be susceptible to
electromagnetic interference from other devices. Electromagnetic interference
may result in incorrect operation of the medical device and create a potentially
unsafe situation.

Medical devices should also not interfere with other devices.

In order to regulate the requirements for EMC (Electro Magnetic Compatibility)
with the aim to prevent unsafe product situations, the EN60601-1-2:2007
standard has been implemented. This standard defines the levels of immunity to
electromagnetic interferences as well as maximum levels of electromagnetic
emissions for medical devices.

This medical device manufactured by OMRON Healthcare conforms to this

EN60601-1-2:2007 standard for both immunity and emissions.

Nevertheless, special precautions need to be observed:

* Do not use mobile (cellular) telephones and other devices, which generate
strong electrical or electromagnetic fields, near the medical device. This may
result in incorrect operation of the unit and create a potentially unsafe situation.
Recommendation is to keep a minimum distance of 7 m. Verify correct operation
of the device in case the distance is shorter.

Further documentation in accordance with EN60601-1-2:2007 is available at
OMRON Healthcare Europe at the address mentioned in this instruction manual.
Documentation is also available at www.omron-healthcare.com.

Correct Disposal of This Product
(Waste Electrical & Electronic Equipment)

This marking shown on the product or its literature, indicates that it

should not be disposed of, with other household wastes at the end

of its working life. To prevent possible harm to the environment or

human health from uncontrolled waste disposal, please separate

this from other types of wastes and recycle it responsibly to [
promote the sustainable reuse of material resources.

Household users should contact either the retailer where they purchased this
product, or their local government office, for details of where and how they can
take this item for environmentally safe recycling.

Business users should contact their supplier and check the terms and conditions
of the purchase contract. This product should not be mixed with other commercial
wastes for disposal.

This product does not contain any hazardous substances.

Manufacturer OMRON HEALTHCARE Co., Ltd.

53, Kunotsubo, Terado-cho, Muko, Kyoto,

I 617-0002 JAPAN

EU-representative | OMRON HEALTHCARE EUROPE B.V.
Scorpius 33, 2132 LR Hoofddorp

ec | rep THE NETHERLANDS
www.omron-healthcare.com
Exclusive ComplectService Ltd.

distributor in 13-14 building, 26 B. Tishinskiy per.,
Russia & importer Moscow 123557, RUSSIA
www.csmedica.ru

Production Facility | OMRON DALIAN CO., LTD.
Dalian, CHINA

Made in China



U3mepurtennb
apTepuanbHOro gasneHUA
M 4acToTbl NyNbca
nonyasTomaTnyecknm

Mopgenb S1
PykoBopacTtso no
3KcnnyaTauum

BBepgeHune

Bnarogapvm Bac 3a npnobpeTteHune npubopa Ans nsmepeHus aptepuanbHoro
naenedns OMRON S1.

OMRON S1 — 370 KOMNAKTHbIN NPMBOP ANa U3MEPEHNS apTepuanbHOro AaBneHus
C HaKauvMBaHWeM BO3ayxa BPY4Hyto, paboTatoLLmii Ha OCHOBE OCLMNIIOMETPUYECKOTO
meToga. OH nerko v BbICTPO M3MepsiET apTepuanbHoe AaBneHne 1 YacToTy nynbca.

[El Moxanyncra, BHMMaTENbHO NPOYNTaNTe 3TO PYKOBOACTBO MO 3KCMnyaTauum
nepepj vcnonb3oBaHuem npmbopa.
CoxpaHuTe ero Ans nony4eHns HeobXxoanMbIX CBeAeHWIi B ByayLiem.
MPOKOHCYIbTUPYUTECH C NEYALLM BPAYOM oTHOCUTENBHO KOHKPET-
HbIX 3Ha4YeHu Bawero aptepuanbHOro gaBneHus.

BaxHasa nHdopmaumsa no TexHMke 6e3onacHoOCTH

Bo Bpems 6epemeHHOCTH, Npy apuUTMUM UNK aTepoCKNepo3e, NPOBOAS MOHUTOPUHT

apTepuanbHOro AaBneHnsi, KOHCYTbTUPYWTECH C Neyallm Bpa4yoMm.

BHuUMaTenbHO NpounTainTe AaHHbIA pa3aen nepes ncnorb3oBaHuem npudopa.

A\Mpepynpexaexue!

* O603HavaeT NOTEHLMArNbHO OMACHYH CUTYaLMIo, KOTOpasi MOXET NPUBECTU K CMEPTH
UNu TSHKENBIM TPaBMam.

(O6Lwee ucnonb3oBaHue)

* Bcerga KoHcynbTUpyiiTech C nevatumm BpayoM.CaMocTosTernbHasi NocTaHoBKa
[MarHo3sa Ha OCHOBE pe3ynbTaToB U3MEPEHWUI 1 cCaMoneYveHne OnacHsbl.

* Mopsam ¢ cepbesHbiMU HapyLLIEHWSIMU KpOBOOBpaLLeHust unv 6onesHsMu KpoBu nepes
1cnonb3oBaHeM nNpubopa Heo6XoAMMO NMPOKOHCYNbTUPOBATLCS C BPAYOM, Tak Kak
HarHeTaHune BO3flyxa B MaHXeTy MOXeT Bbl3BaTb BHYTPEHHEE KPOBOTEYEHMeE.

(Ucnonb3oBaHue 6aTapen)

« [pu nonagaHwu B rnasa anekTponuta ua 6atapen HeMeaneHHO NPOMOWATE UX
60bLUMM KONMMYECTBOM YMCTOI BoAbl. Kak MOXHO ckopee obpaTutech k Bpady.

A\ BHumaHue!

* O603HaYaeT NOTEHLMANbLHO OMACHYH CUTYaLMI0, KOTOpasi MOXET NPUBECTU K TpaBMam
NErKoN Unu cpefHen TAXXECTU, a Takke K NoBpexaeHWo 06opyaoBaHWS UK Apyroro
UMyLLEeCTBa.

(O6wee ucnonb3oBaHue)

* He octaensiiite npn6op 6e3 npucmoTpa B NpUCYTCTBUU AETeN Unn NiL, He oTBeYato-
LLMX 32 CBOM AECTBUS.

* Vicnonb3yinte npubop TONbKO ANS U3MEPEHUs apTepuanbHOro AaBneHus.

* He pasbupaite npubop u maHxeTy.

* Micnonb3yiTe ToNbKo NpeHasHavyeHHyo Ans AaHHoro npubopa MaHxeTy. Micnonb3osa-
HUe ApYrnX MaHXeT MOXET NMPUBECTU K HEKOPPEKTHBLIM pesyrnbTaTam U3MepeHuii.

* /3beraiiTe obmaTbiBaHWS BO3AYLUHOM TPYOKM BOKPYT YacTeit Tena npu npoBeaeHnm
U3MepEeHNin. ATo MOXKET NPUBECTU K TPABMam Mpu NMoBbILLEHUW AABIEHNS B BO3AYLL-
HoW TpyOKe.

* He ocTaBnsiite MaHXeTy Ha pyKe Npu BbINOMHEHUN U3MEPEHUI B HOYHOE BpeMs. ITO
MOXET NPUBECTU K TPaBMaM.

* He HakauvBaiiTe BO3ayX B MaHxXeTy Bbille 299 MM pT. CT.

* He nonb3yiteck psgomM ¢ npubopom COToBbIM TeneOoHOM Unu APYrMMu YCTPONCTBa-
MU, KOTOpbIE U3MYyYatoT 3MEKTPOMArHUTHbIE BOMHbI. OTO MOXET NPUBECTU K HENpaBumb-
How paboTe npubopa.

 He ncnonb3yiTte npubop B ABWXKYLLEMCS TPAHCMIOPTHOM CpeAcTBe (aBTOMOOWIb, caMoreT).

(Ucnonb3oBaHue 6atapein)

« [pu nonagaHwm anexkTponuTa u3 Batapemn Ha KoXy Unu oaexay HemeaneHHo
NPOMONTE MX BONBLUMM KONUYECTBOM YUCTOW BOAbI.

* Vicnonb3yiTe B 3TOM Npubope TOMNbKO ABE LLeNoYHble U MapraHuesble 6aTapen
na «AAA». He ucnone3yiite 6atapeu apyroro tvna.

« [pwu ycTaHoBke 6aTapeit ob6si3aTenbHO cobntoganTe NonspHOCTb.

* HemeaneHHo 3ameHsiiTe cTapble 6atapen. O6e 6atapemn Hy>KHO 3aMEHSITb OLHOBpE-
MEHHO.

« Ecnu Bbl He cobupaeTech 1Ucnonb3osath Npubop B Te4eHue Tpex unm 6onee mecsLes,
BbIHbTE HaTapem.

* He ncnonb3yiTe HoBble 1 cTapble 6aTapen BMecTe.

O6Lwwme Mepbl NPeaOCTOPOXHOCTU

* He nopgBepraiite npnbop 1 MaHXeTy CUMbHLIM yaapam unv Bubpauusim, He POHANTE 1x
Ha non.

* He BbINOMHAWTE U3MEpeHns nocre Kynaxus, npuema ankorons, KypeHus, BbINONHEHNs
PU3NYECKUX YNPaXKHEHUI UK Npuema NULLN.

* He crubaiite MaHxXeTy C ycunmem u He neperndaiite Bo3ayLUHYO TPyOKy.

* [pun cHATUM BO3AYLLHOW TPYOKM cnedyeT TAHYTb ee, Npuaepxusas 6imxe Kk BO3aAyLIHO-
My rHesgay.

* He HarHeTanTe BO3AyX B MaHXeTy, eCrfim OHa He 06epHyTa BOKpYr nneva.

* He mMoiiTe MaHXeTy 1 He norpyxaite ee B BoAy.

« [poyTtnTe pekomeHaaumu nogpasaena «BaxHas nHdopmauus 06 anekTpoMarHUTHoON
coBmecTMocTu (AMC)» B pasgene « TexHNYeckne XxapakTepucTUKUY 1 CrieayinTe M.

« [poyTtnTe pekomeHaaumm nogpasaena «Hagnexalas ytunusauvs npoaykray B
pasgene « TeXHUYecKne XxapakTepucTukuy 1 crnegymnte UM npu yTunusaumum
YCTPOWCTBA ¥ UCMOSIb3YEMbIX C HAM MPUHALANEXHOCTEW U AOMONHUTENBHBIX YacTEeN.

1. OnucaHue npubopa

ONEeKTPOHHbIN
onok:

C. Knonka O/l (BblkntoyaTenb 3neKTponuTaHns)

D. BoaayLuHble rHe3aa Anst MaHXeTbl 1
BO3/yLLUHON rpyLLm

E. Otcek gns 6atapei

A. OQucnnen
B. KHonka M (namsiTb)

MaHeTa Ha nnevo:

F. MaHnxeTta
(MaHxeTa cpefiHero pasmepa:
OKPY>XHOCTb pykn 22—-32 cMm)
G. BospyLuHas Tpybka

Bos3aywHas rpyLwa: dyTnap:

N\ o

@ H. KHonka Bbinycka Bo3agyxa
l.

Bo3aylwHas Tpybka
J. BospgywHas rpywa

Oucnnen: a_

11}
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K. 3Hauok cepauLebueHus
1. Mwvraet npu namepeHun
2. Ecnu aTOT cMmBON MuraeTt nocne . dnactonuyeckoe aptepuanbHoe
3aBepLUeHns npoueaypsl, fasneHune

O. Cucronuyeckoe aptepuarnbHoe
P
3HaYMT, apTepuansHoe Q. 3HayeHune YacToTbl Nynbca
R
S

OaBrneHune

[OaBrieHne BbIXOAMUT 3a npeaerbl . 3Ha4yok HoMepa namsTu
pekoMeHZyeMoro auanasoHa . 3Ha4yok crycka Bosayxa
3Ha4yoK NOBTOPHOIO HakauMBaHus
. 3HauOK HW3KOrO YPOBHS 3apsiaa
6arapen
N. 3Hayok namsiTn

<

2. lMopgrotoBKa K paboTe

2.1 YcrtaHoBKa/3ameHa b6aTapen

1. CHumnTe KpbiLKy 6aTapeitHoro
oTceka.

2. BcrasbTe ABe 6aTapeu
«AAA» cornacHo cxeme B
OTCEKE U YCTaHOBUTE KPbILLKY
Ha MecTo.

Mpumeyanus.

» Ecnu Ha aKpaHe nosiBMICA 3Ha40K HU3KOro 3apsaa 6atapent (X3 ),
BbIKIIOYMTE YCTPONCTBO, 3aTEM 3amMmeHUTe cpady obe baTapew.

» 3HayeHns pesynbTaToOB U3MEPEHWI OCTATCA B NaMATU Aaxe nocne
3ameHbl baTapen.

BaTapeM cnenyet ytunusmpoBaTtb B COOTBETCTBUU C roCcyaapCTBEHHbIMU
npasunamu, npegHasHavyeHHbIMU Ond aHHOro criyvas.

3. WUcnonb3oBaHue npubopa
3.1 HanoxeHune maHXeTbl Ha Nfe4o

CHumMUTE C nneva NoTHO MpUnerarLLyto 04eXay U MIOoTHO
3aKaTaHHbIN pykas.
He HaknagbiBaviTe MaHXeTy NoBepx NMOTHON OAexabl.

1. BcrasbTe BoaayLuHbie TPyGKM B BO3MYLIHbIE HE3MA.

2. MpocyHbTe pyKy B MaHXeTy.

v,

3. PacronoxuTte pyky npaBumibHO.

HwxHaa KPOMKa MaHXeTbl AO0JKHA HaxoanTbCAa 1-2 CM BbILLE FIOKTS.

MeTka (cTpenka noa TpyoKon) AOMKHA HAXOAUTLCSI MO LIEHTPY BHYTPEHHEN

Yyactu pyku. MNOTHO 3acTerHnte 3acTexKy-nunnyyKy.

1-2 cm

Mpumevaxms.
* [pn n3amepeHnn Ha NnpaBoW pyke, BO3AyLUHast

Tpy6ka GyaeT NpoxoamnTb COOKY OT MOKTS. & _

Cobntoparite 0CTOPOXHOCTb, YTOObI He
nepexatb pPyKOi BO3AYLUHYO TPyOKy.

» ApTepuarnbHoe JaBneHVe Ha NpaBoi pyke 1 NEBON pyke MOXeT ObiTb
pasHbIM; MO 3TOW NPUYMHE MOTYT pasnuyaTbCsi TakKe U ero M3MepeHHble

3HaueHus. Komnanua Omron pekoMeHayeT Bceraa usmepsTb AaBneHne Ha
O[HOW 1 TOW e pyke. [Mpy CyLLLeCTBEHHOM pa3nuunM 3HaueHUn Ans pasHbix

pYK NOCOBETYMTECH C BPAYOM, Ha KaKoM pyKe MPOBOAUTL U3MEPEHNS.

3.2 TpaBunbHaAa no3sa Npu U3MepeHuu
[ns BbINOMHEHUS n3MepeHnii Heobxoanumo
NPUHATL paccnabneHHyto yao6Hy cnasyyto
no3y npu KOMOPTHON KOMHATHOW Temnepa-
Type. He ewbTe, He KypuTe U He BbINOMHAN- I

Te pmanyeckme ynpaxHeHus 3a 30 MUHYT 0

N3MEPEHUIA. QY
. Cﬂ,D,bTe Ha CTyI, CTYNHWU HOI AOJDKHbI MOJIHOCTLIO

conpukacaTbCs C MosioM.
+ CsigbTe NPsIMO, BbINPSIMUB CTIUHY.
» MaHxeTa foMmkHa HaXoAUTLCA Ha YpOBHe cepaua.

3.3 BbInonHeHue nsamMepeHun

MpumeyaHve. He aBurantecb Bo BpeMst U3MeEpEHUS.

1. HaxmuTe KHOMKY BbiNycka BO3ayxa, YTO6bI BbINYCTUTL OCTaB-
LUMIACA BO3OYX U3 MaHXKETbl, 3aTeM HaXKMUTe KHOMKy 1/O, 4TobbI
BKITHOYMTb YCTPOMCTBO.

MpumeyaHve.
Ecnu 3Havok cnycka Bo3dyxa He ncyesaeT € AUCNIIes, HaXKMUTE KHOMKY
BbiMycka BO34yxa, YTOObI BbIMyCTUTb OCTABLLMIACS BO3AYX U3 MaHXeTbl.

2. Cxwmas rpyluy, cosganTe AaBneHNe B MaHxXeTe

1) Hakauvarite maHxeTy 4O 3HAYEHWS Ha w
30—40 MM pT. CT. BbllLE OXMAAEMOro
CUCTONNYECKOrO apTepuasibHOro JaBneHus.
Hanpumep, ecnu oxumgaemoe aptepuans-
Hoe JaBrieHue coctaBnseT okono 140 mm
pT. CT., HaKavaWTe MaHXeTy [0 3Ha4YeHUs oT E
170 go 180 mm pT. cT. MaHxeTy crneayet
Haka4mBaTb 6bICTPO, 4TOOLI AOCTUYL TPebyemoro AaBneHus NpMbnuam-
TEMbHO 3a MSATb CEKYHA.
2) Mo pocTmxeHnn Tpebyemoro AaBneHns OTMyCTUTE BO3AYLLHYIO PpyLLy.

MpyumeyaHus.

* MNpwn nosBNeHNn 3Haka NOBTOPHOrO HaKauBaHUS (4 ) CKUMaNTe
BO3YLUHYHO rpyLly AN NOBTOPHOIO HakauyuBaHWs MaHXeTbl.

* He nepekaunBainte maHxeTy 6osbLue HEO6XOAMMOrO 3Ha4YEeHUS!.

3. WamepeHue HaunHaeTcs.
MamepeHune HaunHaeTcs aBToMaTUYECKM Nocre OCTaHOBKM
HaKa4yMBaHUSA MaHXeThbl.

WHAYANIO VW BbLINMYCK W 3ABEPLUEHVE W FOTOBO
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HaxkmuTe KHOrMKy Bbinycka ) &
BO34yxa, YTo6bl BbIMYCTUTb

BO3AYX U3 MaHXeTbl, Moka ¢

Aucnnesi He NCYEe3HET 3HAYOK

cnycka Bo3ayxa.

Mpumeyanus.

* YT06bl OTMEHUTB U3MepeHne, HaxxmuTe KHorky 1/O Ans BbIKMYeHUs
npubopa 1 KHOMKy BbiMycka Bo3ayxa, YToObl BbINyCTUTb BO3AYX U3
MaHXeThbl.

« [lepen NOBTOPHbLIM M3MEPEHNEM apTepuanbHOro AaBneHns Heobxoammo
nogoxaatb 2—3 MUHYTHI.
3a 370 Bpemsi apTepun BEpHYTCS B TO COCTOSIHUE, B KOTOPOM OHM
Haxo4unNUchb 40 NepBoW Npoueaypbl.

A\MpepynpexaeHue!
CamocTosTenbHasi NOCTaHOBKa AMarHo3a Ha OCHOBE pe3ynbTaToB U3Mepe-
HUWI 1 camorneyeHue onacHbl. CreaynTe ykasaHUAM fevallero Bpava.

4. Paccrernute 3aCTEXKY U CHUMUTE MaHXeTy.

5. Haxwmure kHonky /O ans BbiknoueHus npubopa.
Mpubop aBTOMATUYECKN COXPAHUT pe3yrbTaTbl UBMEPEHUS B
namsaTu.
Mpubop aBTOMAaTUYECKN BBIKIOYAETCS Yepes NsiTb MUHYT.

BaxHo.

« Ecnu cuctonuyeckoe Unu amactornimieckoe JasrneHue
BbIXOAAT 32 NpeAesbl HopManbHOro AuanasoHa, npu
oToBpaxeHWUn pesynbTaToB U3MEPEHUS Ha AUCTnee
oTobpaXKaeTCsi MUraloLLMin 3Ha4YoK cepaLebueHus.
MpoBeaeHHbIe B NOCneaHee BPEMs UCCnefoBaHUS
nokasasnu, 4To B Ka4ecTBe OpUeHTUpa ANs onpeaene-
HUS! MOBBILLEHHOTO AaBMNEHNS B JOMALLHUX YCMOBUSX
MOXHO MCMOMNb30BaTh Crieaytolme 3Ha4YEHMS.

CucTonuyeckoe apTepuanbHoe AaBneHne Bbiwe 135 mm pT. CT.

[nacTtonuyeckoe apTepuarnsHoe gasneHve | Boiwe 85 MM pT. CT.

OTU KpUTEPUUN NpeHa3HaueHbl Anst JOMAaLLUHUX N3MepPeHNi
apTepuanbHOro AaBneHus.

3.4 WUcnonb3oBaHue (hpyHKUMM NAMATU
Mpnbop aBTOMaTUYECKM COXpaHsieT A0 14 pe3ynbTaToB U3MEPEHWIA.

I'Ipvlmeanme. anI nepenoniHeHnn namMaTn |'|p|/|60p yoandaeT camMmble CTapble
n3mepeHus.

Mpeabiayuie namepeHus

P

MpocmoTp xpaHsALwmxcs
B NamsiTU U3MepPeHUin

BkntoueHue ycTpoiicTBa MpocmoTp npeabIAYLWMX

M3MepeHun

+ B TeyeHue cekyHabl + lMocneposatensHo
ByneT otobpaxaTbcst HaXxumanTe ans
HOMep namsiTu, a 3aTem LIKINYECKOro MpocMoTpa
oTobpasuTcs yacTota npeabiayLLmnX
nyneca. Camoe pesynbTaToB.

nocrefHee namepexne
nmeeT Homep «1».

* YaepxuBaiTe HaxaTon
ans GeicTporo
LIMKINYECKOro MPOCMOTpa.,

y.qaneHMe BCeX COXpPaHeHHbIX B NnamMATU 3Ha4YeHun
Mpu oTobpakeHUM 3Hauka naMATU (E) cHaYana HaxmmTe KHomnky M.
YaepxvBas ee HaxaTon, HaXXMUTE 1 yaepxusante kHonky /O B
TeyeHue 2—3 cekyHA,.

o®»

an/IMe‘-IaHVIe. COXpaHeHHbIe n3MepeHua Henb3qa yaoannutb 4acTu4Ho.

4. [louck n ycTpaHeHne HeucnpaBHOCTEN U 0OCNyXMBaHue

4.1 3Ha4yku n coobLueHUusa ob owmbKax

YcnoBHoe
ob6o3HaveHue
owmnobKn

MpuunHa

Cnoco6 pelieHus

P

Cwucronuyeckoe aptepuanb-
< L\’ HOe [laBreHue Bbllle

J\I—M muraeT | 135 Mm pT. CT. UNn guactonu-
7~ Yyeckoe apTepuasnbHoe
nasneHue Bbilwe 85 pT. CT.

[NocneaHne nccnegoBaHns
NO3BONAT CYNTaTh
HWXXenpuBeAeHHbIe 3HaYeHUst
nokasartenem BbICOKOro
apTepuanbHOro AaBneHns
npv NpoBeAEHUN U3MEPEHWI
nowma.

R
CXj muraeT | Huskuin 3apsp 6atapei.
TN

Mx pekomeHayeTcs 3aMeHsTb
3apaHee.
Ob6patutech k pasgeny 2.1.

BaTtapeun nonHocTbo
'm TOpUT | paspsixeHsbl.

WX HyXHO HeMeAneHHo
3aMEHUTb.
O6patnTech k pasgeny 2.1.

UL
(

MaHxeTa HeocTaToO4YHO
HanofHeHa BO34yXOM.

[BmxeHne BO Bpemsi
N3MepEHUsI.

MaHxxeTa nsnuiiHe HanonHe-
Ha BO3[yXOM.

BHUMaTenbHO npoyTuTe 1
NOBTOPUTE LLIArK, onucaHHble
B pasgene 3.3.

AT

(K

(W

Owwnbka npmbopa.

Caskutech ¢ Bawmm
npoaasuom OMRON unu
ONcTpubbioTOPOM.

CwM. rmasy 6.

15
. ' CnuLWKoM HU3Koe AasrieHne.

HaxxumanTe Bo3ayLLHYO
rpyLly Ans HakauMBaHWs
MaHXeTbl, MoKa 3HaK
MOBTOPHOrO HaKauBaHUsA He
ncyesHeT ¢ akpaHa. Vnu
CnycTuTe BO3AyX U3 MaHXeTbl
1 NOBTOPUTE U3MepeHUs,
npoBepuB, 4TO oTobpaxaeTcs
3Ha4yoK cepauebrerns (ﬁ‘\,‘a}).
Ob6paTtuTecs k pasgeny 3.3.

4.2 Tlouck u ycTpaHeHune HencnpaBHoOCTEN

Mpobnema

MpuynHa

Cnoco6 pelieHus

3HayeHue CruLIKOM
HW3KOEe (U BbICOKOE).

MarxeTa HanoxeHa Ha
PYKy HEMPABUMbLHO.

Hanoxute maHxeTy
NpaBUIbHO.
O6patuTech k pasgeny 3.1.

[BmxeHne nnm pasrosop
BO BPEMS N3MepeHus.

He pBurainTech n He
pasroBapuBarite BO Bpems
N3MepeHus.

Ob6patuTech k pasgeny 3.3.

MarxeTe mellaet
ofexnaa Ha nneye.

CHumuTe ofexay,
MeLLALLYH0 MaHXeTe.
Ob6paTutech k pasgeny 3.2.

[laBneHne B MaHxeTe He
noBbILLIaeTcA.

BospgywHas Tpybka He
BCTaBIIEHa HAEXHOo B
3MNEKTPOHHDIN BoK.

Y6eautecb B TOM, YTO
BO3ayLUHas Tpybka
HafeXXHO NofcoeUHeHa K
3MEKTPOHHOMY GIIOKY.
Ob6paTutech k pasgeny 3.1.

YTeuyka Bo3agyxa us
MaHXeTbl.

3amMeHUTe MaHXeTy HOBOWA.
Cwm. rnasy 5.

He ypnaeTcs nponssecTu
13MepeHue, unu
nokasaHWs CrILLIKOM
HU3KWE UMK CANLLIKOM
BbICOKME.

MaHxeTa HegoCTaTo4HO
HakayeHa.

MogHumnTe JaBnexHue B
MmarxeTe Ha 30-40 mm pT. CT.
BblLLIe NpeablayLlero
3HAYEHUSI U3MEPEHMS.
Obpatutecs k pasgeny 3.3.

Bo Bpemsi HakaumBaHus
Ha)vmanach KHonka
BbINycka BO3ayXa.

CobnitoaaiitTe 0CTOPOXHOCTb,
YTOGbI HE HaxaTb KHOTKY
BbINycka BO3AyXxa BO BpeMsi
N3MepEHUS.

Mpnbop BbikNtovaeTcs
BO BPEMSsi U3MEPEHUSI.

Barapen paspsikeHbl.

3ameHuTe batapeu
HOBbIMMU.
O6patutecs k pasgeny 2.1.

an HaXaTuu Ha KHOMKN
HWYero He nNponcxoauT.

3amenuTe 6aTapeu
HOBbIMU.

3ameHuTe batapeu
HOBbIMMU.
O6patutecs k pasgeny 2.1.

BaTtapeu ycTaHoBneHb!
HenpaBuIbHO.

YctaHoBuTe 6aTtapeu ¢
Yy4eTOM NONAPHOCTYH (+/=).
ObpatnTech k pasgeny 2.1.

[pyrve HevicnpaBHOCTU.

* HaxxmuTe kHonky 1/O n noBTOpUTE M3MEPEHME.
« Ecnn npobnema He ncyesaet, nonpobyinte 3aMeHUTb

6aTtapev HOBbIMU.

Ecnu aTo He pa3peLuunno npobnemy, CBSXUTECH C
TexHuyeckum LeHtpom OMRON

4.3 Yxop

[na 3awmtbl npubopa OT NoBpexaeHusa cobnoganTe criegyrowme

npasuna.

* He noasepraiite aneKkTPOHHbIN BOK, MaHXETY U BO3OYLLUHYIO

rpyLly BO34eNCTBMIO BbICOKUX TEMMNePaTyp, BNaXHOCTH,
BMarv 1M NpsiMoro COfIHeYHoro ceeTa.
* He cBopauvBanTe MaHxeTy unu TpyoKy CrIMLLKOM NAOTHO.
* He HakaumBaliTe BO34yx B MaHXeTy Bbllwe 299 MM pT. CT.

He pasbupaiite npubop.
He noggepraite npubop cunbHbIM yaapam unm subpaumsm
(Hanpumep, He poHANTe ero Ha non).

He ncnonb3ynte ons o4nmcTku npubopa neTyvme XuaKocTu.

OuuanTe NpMbop MArKoW CyXOMn TKaHbHO.
o 1N YUCTKN MaHXeTbl UCTIONb3YNTE MATKYH BIaXHYH TKaHb

1 MblIJ10.

* He monTe MaHxeTy 1 He norpyxamnTe ee B Boay.

YNUCTKN MaHXeETbI.

He ucnonbayite 6eH3nH, pasbaBuTenu 1 pacTBOpUTENN AJ1s

* He BbINONHSITE PEMOHT caMocToATeNbHO. MNpy ob6HapyxeHun
Jedbekta npokoHcynbTUpyTech ¢ npeactasuteriem OMRON
UN AUCTPUBBLIOTOPOM, YKasaHHbIM B [MpUnoxeHun k pykoBoa-
CTBY MO 3KCNyaTauum.

MpoBepka n obcnyxuBaHue

» ToYHOCTb AaHHOro npubopa AN usMepeHust apTepuansbHOro
AaBneHus Gbina TwarternbHO NPOBEPeHa 1 CoOXpaHseTcs B
TeyeHne AnnTerNbHOro BpEMEHM!.

» PekomeHayeTcsa NpoBepsATb TOYHOCTb U3MEPEHNS U NPaBUslb-
HocTb paboTbl Npubopa Kaxable ABa roga. MNoxanymncta,
CBSKMUTECH C NonHomoYHbIM npeactasutenem OMRON wnm ¢
LleHTpom o6enyxmeanusa knveHtoB OMRON no agpecy,
yKasaHHOMY Ha ynakoBKe, UM B NMPUIOXEHHOW AOKYMEHTaLmK.

4.4 XpaHeHue

Korga npubop He ncnonb3yeTcs, xpaHuTe ero B dpyTnspe.
He xpaHuTe 3nekTpoHHbI 6510k C 06epHYTOW BOKPYr HEFO MaHXETOI.

1 . OtcoegnHute BO3AYyLUHbIE pr6KVI OT BO34yLUHOro pasbnemMa.

2. AKKypaTHO CroXuTe BO3OyLUHY TPY6Ky
BHYTPU MaHXeThbl.
MpumeyvaHve.

He nepernbainte Bo3ayLIHYtO TPyOKYy CrULLKOM
CUMbHO.

3. TMomecTute MaHxeTy, BO3AYLLHYIO rpyLLY 1
3NEKTPOHHbIN 610K B hyTnsap.

MpnBop Henb3as XpaHWUTL B CrieayoLLMX YCMNOBUSX:

* BbICOKas BNaXHOCTb;

* MECTO XpaHeHUs! NoABEPXXEHO BO3AENCTBUIO BbICOKVX TeMMNepaTtyp,
BI@XHOCTU, AEVCTBUIO MPSAMBIX COTHEYHbIX fTyHer, MNbifv UNn eaknx
napos;

* MECTO XpaHEeHUs! NMoABEPKEHO AeNCTBUIO BUBpaLMKM, yaapos unm
ABMNAETCA HAKMOHHOW MOBEPXHOCTHIO.

5. [onosHuTesibHble NPUHAANEXHOCTHU

Manasa maHxeTta
OKpY>XHOCTb pyKmn
17-22 cm

Bonbluas maHxeTa
OKpY>XHOCTb pyKmM
32-42 cm

CpepnHasa maHxeTa
OKpY>XHOCTb pyKM
22-32 cm

CM-9515371-7

CL-9515370-9 C82-9515373-3

HaGop u3 manow MaHxeTbl U rpyLIn
OKpY>XHOCTb pykn 17—-22 cm

O6bIYHanA rpywa

CSB2-9515372-5 4997965-1
MpumeyaHwe.
Ecnu TpebyeTcsi Manas MaHxeTa, ee crielyeT UCMonb3oBaTb C Marnom
rpyLien.

Mx MoxHO Takke npuobpecTn B kayecTBe Habopa.

6. TexHuMYeckune xapakTepUCTUKU

HaumerosaHve M3mepuTens apTepuanbHOro AaBneHns U 4acToTbl
nynbca noryaBToMaTU4eCKUin
Mogens OMRON S1 (HEM-4030-RU)
Oucnnen Lincpposoit XKK-aucnnei
MeTop usmeperus . OcuunnomeTpuyecknin MeTop,
[Nunana3soH nsmepeHnit [aeneHns Bosayxa B marxeTte: 0—-299 mm pT. CT.
. Yactotbl nynbca: 40-180 ya. B MUH.
Mpepensl fonyckaeMon  [aenenus Bo3ayxa B MaHXeTe: +3 MM pT. CT.
norpeLuHocTn npubopa  Yacrotsl nynbca: +5%
npu n3MepeHnm

Komnpeccus Bpy4Hyto C NOMOLLbIO BO3AYLLHOM rpyLUn
Hdexomnpeccus KnanaH aBTomaTnyeckoro cbpoca aaBneHus
MamaTb 14 navepeHuit

McTouHuk nutanus 2 anemeHTa nuTaHusa tuna «AAA» 1,5 B
Cpok cnyk6bl 31eMEHTOB  HoBbIX MapraHLeBbIX 31IEMEHTOB NUTaHNS XBaTaeT
nMTaHnA npuénuantensHo Ha 1500 nsmepeHnin

[ ]

Pabouyas YacTb annaparta R =Tun B

3awmTa oT nopaxeHus

3MNEKTPUYECKMM TOKOM

YcnoBus akcnnyataumu:
TemnepaTtypa okpyxaw- ot +10°C go +40°C
LLiero Bo3gyxa
OTHOCUTENbHas
BNaXKHOCTb

YCnoBusi XxpaHeHus:
Temnepatypa okpyxaw- ot -20°C go +60°C
Lero Bosayxa
OTHOCUTENbHAs
BNaXHOCTb
aTMocdepHoe aaeneHne ot 700 go 1060 rMa

Macca anekTpoHHoro He 6onee 80 r 6e3 anemeHToB NUTaHUs!

6noka

Macca maHxeTbl

[abapuTHble pa3mepsbl

Pa3smep manxeTbl

O6opynoaHue ME ¢ BHyTPEHHUM NUTaHNEM

o1 30% A0 90%

oT 10% 0o 95%

He 6onee 120 r

He 6onee 64 (w) mm x 35 (B) mm x 105 (g) MM

He 6onee 146 mm x 446 mm

(MaHXeTa cpefiHero pa3mepa: OKpPY>XXHOCTb pykun 22—32 cm)
HelnoH n nonuactep

OnNeKTPOHHbIN BNOoK, MaHXeTa KOMMPECCUOHHas,

rpylua Ans HarHeTaHus Bo3ayxa, PyKoBOACTBO MO
aKCnnyaTaumm, Y4exon Ans xpaHeHus npubopa,
KOMMIEKT 3N1eMEHTOB NUTaHWUS, rapaHTUMAHBIN TanoH,
XypHan Ans 3anucy apTepuanbHoro AaBneHus

MaTepman MaHXeTbl
KomnnekT noctasku

Omron-Rus.ru — oduumanbHbin gunep ToHoMmeTpoB Omron AnoHusa. Kynutbe ToHoMeTp Omron AnoHnsa moxHo TyT: https://omron-rus.ru/tonometr-omron-s1.html

MpumMeyaHne. TexXHUYEecKUe XapakTepucTukm MoryT GbiTb M3MeHeHbl 6e3 npeasapu-
TesIbHOTO YBEAOMIEHNS.

C€0197

* NaHHbIi npubop yaosneTtsopsieT TpeboBaHuam aupekTtmebl EC 93/42/EEC
(aupekTMBa N0 MeAULMHCKMM npubopam).

* [aHHbI Npubop ANA U3MepeHns apTepuansHOro AaBneHns CnpoekTUpoBaH B
COOTBETCTBUM C eBponenckum ctaHgaptTom EN1060 «HenHBasmBHble cdourmomaHo-
MeTpbI», YacTb 1 «O6Lwyme TpeboBaHusi» 1 YacTb 3 «[ononHuTensHble Tpeboa-
HUSA AN ANEeKTPOMEXaHNYeCKUX CUCTEM U3MEPEHUS apTepuanbHOro AaBneHus».

* NanHoe n3genve OMRON M13roToBneHO B YCNOBUSIX MPUMEHEHUSI CUCTEMbI CTPOTOro
KoHTpons kadecTtBa komnaHum OMRON Healthcare Co. Ltd., Anonus. Jatymk
AaBreHns — rnasHbI KOMNOHEHT NPUGOPOB ANA U3MEPEHUst apTepuanbHOro
nasnexust komnaHum OMRON unarotaBnmBaeTcst B AnoHum.

MN3penusi MeOMUMHCKON TEXHUKK, NonyaBTOMaTUYECKUE U3MePUTENK apTepuanbHOro

nasnexus n vactotel nynsca OMRON S1 (HEM-4030-RU) ucnbitaHbl 1 3apernctpu-

poBaHbl B Poccuu:

- ®EAEPAJIbHAA CNYXXBA MO HAA3O0PY B CHEPE 3APABOOXPAHEHWA U
COLUMAIIBHOIO PA3BUTUA

PeructpaunonHoe ygoctoepeHne ®C3 2009/05076 ot 18.09.2012 Cpok aencTeus

He orpaHuyeH.

- CUCTEMA CEPTU®UKALIN FTOCT P POCCTAHOAPT POCCUUN

Heknapaums o cootBetcTBun Ne POCC JP.ME20.[101214 ot 02.10.2012. Cpok

nenicteusa oo 02.10.2015.

CootBeTcTBYET TPeOOBAHUAM HOPMATUBHbBIX JOKYMEHTOB:

FOCT P 50444-92, TOCT P 50267.0-92, TOCT P 50267.0.2-2005,

FOCT P 51959.1-2002, FOCT P 51959.3-2002

NMOBEPKA

Mpunbop noeepeH Ha 3aBoge-marotoButene OMRON Dalian., Co., Ltd, KHP n Ha
OCHOBaHWUM MOMNOXMUTESbHbIX Pe3ynbTaToB NMOBEPKM MPU3HAH FOAHBIM K MPUMEHEHWIO.
MoBepuTenbHOE KNeMo HaXoaMTCA Ha Koprnyce npubopa B BUAE HAKMERKu.
MoBepky npoBoaaT no gokymeHty MW 2582-2000 «Pekomenaauus. TCU. N3mepute-
NV apTepuranbHOro AaBneHUs 1 4acToTbl Mynbca aBToOMaTUYeCKue 1 nornyasToMaTu-
yeckne OMRON n MARSHALL. MeTtoavka nosepkun», ytBepxxaeHHomy BHUNODU n
3apeructpuposaHHomy BHUNMC.

MexnoBepouHbIi MHTepBan 2 roaa.

BaxHas nHdopmaums 06 anekrpomarHuTHon coBmectumocTu (AMC)

IMocKorbKy KONMYECTBO TaKUX SNEKTPOHHBIX YCTPOICTB, kak MK 1 MoGunbHbIe
(coToBble) TenedoHbI, YBENUYMBAETCS, UCMOMb3YeMble MEAULIMHCKUE NPUGOPLI MOTYT
ObITb YyBCTBUTENBHBIMM K 3MIEKTPOMAarHUTHLIM NMOMeXam, CO34aBaeMbIM ApyriMu
YCTpOCTBaMU. DNEKTPOMArH1THbIE MOMEXM MOTYT HapyLuaTb paboTy MeAULIMHCKOro
npvbopa 1 cozgaBaTtb NoTeHUManbLHO Hebe3onacHyo CUTyaLuio.

MeauumHckve npubopbl Takke He JOKHbI MelwaTh (yHKLMOHUPOBaHIO APYTUX
YCTPOWCTB.

Yr1o6bl pernameHTpoBath TpeboBaHmsi no AMC (anekTpoMarHUTHOM COBMECTUMOCTM)
C Lienbto NpeoTBpaLLeHNst BOSHUKHOBEHUS He6e30macHbIX CUTyaLMid, CBSI3aHHbIX C
ncnonb3oBaHMeM npoaykumu, 6bin BBeAeH B AevictBre ctaHaapT EN60601-1-2:2007.
QTOT cTaHAapT ONpeaensieT ypoBHU YCTOMYMBOCTM K ANIEKTPOMArHUTHbIM NomMexam, a
TakKke MakcUMarnbHbIE YPOBHY 3NIEKTPOMArHUTHOTO U3NyYeHNst MPUMEHNTESNBHO K
MeaMLMHCKOMY 060pyLOBaHMIO.

[aHHbIN MeauumHCKuiA npubop, nponsseaeHHbI komnaHuein OMRON Healthcare,
ynoeneTtBopsieT Tpe6oBaHuam ctaHgapta EN60601-1-2:2007 oTHOCUTENBHO
YCTOMYMBOCTM K NOMEXAM W UCMYCKAaeMOro U3nyveHuns.

TeM He MeHee crneayeT cobntoaaTth cnewyarnbHble Mepbl NPEA0CTOPOXHOCTY:

+ B6nmsn gaHHoro MeguumMHekoro npubopa He crefyeT UCMosb3oBaTh MOGUIbHbIE
(coToBble) TenedoHb! 1 NPoYMNe YCTPOIICTBA, KOTOPbIE FEHEPUPYIOT CUMbHbIE
3MNEKTPUYECKVE UMK NEKTPOMArHUTHble Nons. 3T0 MOXET HapyLuaTb paboTy npubopa
1 co3aaBaTh NoTEHUMansLHO HebesonacHyto cutyaumo. PekomenpyeTcs cobnopatb
[UCTaHLMIO He MeHee 7 M. YA0CTOBEpbTECH B NPaBUIbHOCTY paboTsl npubopa, ecnn
[OUCTaHLUMSA MeHbLLe.

OcrtanbHas gokymeHTaums o cootBetctBum EN60601-1-2:2007 HaxoauTes B oduce
komnaHum OMRON Healthcare Europe no agpecy, ykazaHHOMY B 3TOM pyKOBOACTBE.
C 370l JOKyMEHTaLMel Takke MOXHO 03HaKOMUTLCS Ha caiiTe www.omron-healthcare.com.

Hagnexawas yTunusaumus npogykra
(Mcnonb3oBaHHOE 3NEKTPUYECKOE U 3MIEeKTPOHHOE 060pyaoBaHme)

OTOT CUMBO Ha MPOAYKTE MAW OMKUCAHUM K HEMY yKa3blBaeT, YTo
[laHHbIN NPOAYKT He NOANEXMUT YTUNN3aLM1 BMECTE C ApYrMu
[IOMaLLHUMM OTXOAAMM M0 OKOHYaHUM Cpoka cryx6Bbl. [51s npegoTepa-
LLIeH1s BO3MOXHOTO yLiep6a Arns OKpyxatoLen cpeabl Ui 300pOoBbs
YerioBeka BCEACTBME HEKOHTPOIMPYEMOI YTUMN3aLMA OTXOA0B,
noxanyiicTa, OTAenuTe 3TOT NPOAYKT OT APYTUX TUMOB OTXOAOB U
YTUNM3MPYiATe ero Haanexalmm o6pasom Ans paLnoHansHoro
MOBTOPHOIO UCMOJb30BAHWS MaTepUasibHbIX PECYPCOB.

[lomalwHum noTpebuTensm cneayeT cBA3aThCs C PO3HUYHBLIM TOPrOBbLIM NpeacTaBuTe-
niem, Y KOTOpPOro NpoAyKT Gbin NPUOBPETEH, UM MECTHBIM OPraHOM BNacTu, Ans
nony4eHns noapo6Hoi MHchopMaLmm o ToM, Kyaa 1 Kak JOCTaBUTb AaHHbI npubop
[Ans akonornyeckn GesonacHow nepepaboTky.

MpOMBILLNIEHHbIM NMOTPEBUTENAM HAANEXMUT CBA3ATHCSA C NOCTABLUMKOM W NMPOBEPUTH
CPOKU 1 YCMOBWS KOHTPaKTa Ha 3akynky. [laHHbI NpoayKT He CreayeT yTUnM3npoBaTh
COBMECTHO C APYrMMU KOMMEPHYECKAMU OTXOLaMM.

[laHHbI NPOAYKT HEe COAEPXMT HUKaKNX BpedHbIX BELLECTB.
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